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What software version am I using?

|dentify your current AdaptDx software version in a few simple
steps.

1. Once the AdaptDx® is turned on, click on the “System Tools” icon £} at the top
right corner of your screen.
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2. On the “System Tools” screen, select “Display Configuration.”

Information: Maintenance:
System Tools
< About AdaptDx® I Calibrate Screen I
System Settings: Configuration. Database:
Clinic Name | EHR | Back Up/Restore _ | Display Cenfiguration I Update Software |
Date/Time | Network | Manage Protocols | =
Compile Usage I Test IR Camera |
Print Destination | Printer | Delete Tes |
Delete Patient
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Display Configuration Update Software |
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3. The software version is displayed in the “Display Configuration” screen.

Customer 1D Number:

Device Serial Number:

Software \Version: 4.4.0
Firrmware ‘\ersion: 41.14

System Configuration I

AdsptDX® [P Address:
Subnet Mask

Network ID:

Broadcast IP:
GatewayRouter IP:
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